Common artifacts in ultrasound scanning.
Numerous artifacts can occur during contact B scanning of the abdomen. These artifacts may give anatomically inaccurate scans and thus lead the interpreter into making an inaccurate diagnosis. This paper describes and illustrates artifacts resulting from improper scanning techniques, improperly set gain levels, motion related organ distortion, and acoustic reverberations.